Solar Radiation Research Laboratory (SRRL) Baseline Measurement System (BMS)

39.74 N Latitude 105.18 W Longitude 1829 Meters AMSL  Time Zone -7

February 1982

Upwelling Shortwave Radiation
Hourly Integrated and Daily Totals
Instrument: Eppley PSP
Watt-Hours per Square Meter

Day 1 2 3 4 5 6 7 8 9 10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 Daily
1 0 0 0 0 0 0 0 * * 0 0 0 0 0 0 0 *
2 0 0 0 0 0 0 0 * 215 210 160 209 263 50 0 0 0 0 0 0 0 1167 *
3 0 0 0 0 0 0 0 21 44 129 194 244 266 235 167 107 50 0 0 0 0 0 0 0 1457
4 0 0 0 0 0 0 0 30 83 251 348 449 476 371 263 183 55 0 0 0 0 0 0 0 2509
5 0 0 0 0 0 0 0 53 208 340 444 512 522 479 390 256 101 0 0 0 0 0 0 0 3305
6 0 0 0 0 0 0 0 212 353 454 499 505 465 368 246 104 0 0 0 0 0 0 0 3206
7 0 0 0 0 0 0 0 ? 196 330 434 488 491 446 359 241 91 0 0 0 0 0 0 0 3076
8 0 0 0 0 0 0 0 38 169 205 213 167 196 224 253 153 63 0 0 0 0 0 0 0 1681
9 0 0 0 0 0 0 0 ? 213 348 437 496 502 471 360 166 30 0 0 0 0 0 0 0 3023
10 0 0 0 0 0 0 0 24 155 346 449 501 * 0 0 0 0 0 0 0 1475 *
1 0 0 0 0 0 0 * * * 0 0 0 0 0 0 0 *
12 0 0 0 0 0 0 * 252 300 287 229 137 84 40 25 0 0 0 0 0 0 0 1354 *
13 0 0 0 0 0 0 0 34 53 ? 26 0 0 0 0 0 0 0 113 ?
14 0 0 0 0 0 0 1 7 27 ? ? ? ? ? 6 0 0 0 0 0 0 0 412
15 0 0 0 0 0 0 1 16 46 67 77 74 93 88 74 56 29 0 0 0 0 0 0 0 621
16 0 0 0 0 0 0 0 24 47 61 ? ? 77 93 77 16 16 0 0 0 0 0 0 0 411 ?
17 0 0 0 0 0 0 1 22 52 76 94 100 89 41 72 64 26 0 0 0 0 0 0 0 637
18 0 0 0 0 0 0 1 21 51 73 89 100 102 96 77 48 20 0 0 0 0 0 0 0 678
19 0 0 0 0 0 0 1 26 39 78 96 87 103 93 7 59 34 0 0 0 0 0 0 0 693
20 0 0 0 0 0 0 1 25 57 82 101 109 93 43 29 18 29 0 0 0 0 0 0 0 587
21 0 0 0 0 0 0 1 27 57 80 96 105 106 100 84 61 30 0 0 0 0 0 0 0 747
22 0 0 0 0 0 0 1 27 46 82 101 102 74 97 61 50 13 0 0 0 0 0 0 0 654
23 0 0 0 0 0 0 2 9 19 23 29 21 28 42 87 37 19 0 0 0 0 0 0 0 316
24 0 0 0 0 0 0 3 25 32 39 80 103 107 84 57 39 19 0 0 0 0 0 0 0 588
25 0 0 0 0 0 0 2 23 58 83 83 92 93 94 62 46 29 0 0 0 0 0 0 0 665
26 0 0 0 0 0 0 3 31 61 80 103 110 118 109 93 68 32 0 0 0 0 0 0 0 808
27 0 0 0 0 0 0 * * * 0 0 0 0 0 0 0 *
28 0 0 0 0 0 0 * * * 0 0 0 0 0 0 0 *
Avg 0 0 0 0 0 0 1 25 88 161 211 234 213 189 157 106 39 0 0 0 0 0 0 0 1229 *
SD 0 0 0 0 0 0 1 10 68 121 158 179 173 157 123 85 27 0 0 0 0 0 0 0 1098
SIA 0 0 0 0 0 0 1.26 0.39 0.78 0.75 0.75 0.76 0.81 0.83 0.78 0.81 0.7 0 0 0 0 0 0 0 0.89
Min 0 0 0 0 0 0 0 7 19 23 29 21 28 41 29 16 6 0 0 0 0 0 0 0 41
Max 0 0 0 0 0 0 3 53 213 353 454 512 522 479 390 263 104 0 0 0 0 0 0 0 3305
n 0 0 0 0 0 0 14 19 22 21 20 21 21 21 21 21 23 0 0 0 0 0 0 0 205

Daylight Data Recovery: 18.5% missing; 6.4% failed QC -- 298 total daylight measurements.

Instrument: Eppley PSP Serial Number: 18036F3

Calibration Factor: 7.91 pV/W/m2

Calibration Date: Unknown |

Data & Flag
<value> *
<value> ?
<blank> *
<blank> ?

Hour Column
> 20% Missing
> 20% Fail QC
> 90% Missing
> 90% Fail QC

Day Column
> 10% Missing
> 10% Fail QC
> 90% Missing
> 90% Fail QC

Note: Daily values with a missing flag (*) are not used in monthly statistics.
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